R adiofrequency ablation (RFA) and microwave ablation (MWA) have been widely used clinically in the treatment of liver tumors and some other solid tumors (1-4). RFA and MWA destroy tumors in situ through thermal coagulation or protein denaturation. RFA creates ionic agitation, which produces frictional heat and heat conduction to achieve subsequent tissue necrosis (5, 6). MWA applies electromagnetic energy to rotate adjacent polar water molecules rapidly (7). Previous studies (2) (3) (4) 8) have demonstrated that both MWA and RFA are safe, minimally invasive therapeutic options for solid tumors.
Currently, internally cooled probes are applied in MWA and RFA (8, (16) (17) (18) . Cooled electrodes and cooling systems can reduce the temperature at the electrode tissue interface, avoid skin injury (19) , and attain larger necrosis volumes (14) . Therefore, it is assumed that subsequent cooling-circulation after ablation may effectively reduce the tissue temperature after ablation. However, whether the residual thermal energy could be effectively dissipated by a cooling system is not known. In this study, we kept the needle in the liver with the ablation function turned off and retained the water-cooling function for 10 min after ablation. We reasoned that the residual thermal energy can be dissipated by subsequent cooling-circulation after ablation.
The purpose of this study was to determine the exact role of residual thermal energy in MWA and RFA on the final ablation zone and transition zone and investigate whether the additional damaged zone caused by the residual thermal energy could be dissipated by subsequent cooling-circulation after ablation.
Methods

Microwave and radiofrequency systems
The microwave unit (ECO-100E, Eco Medical) consisted of a microwave generator, a flexible coaxial cable, a water-pumping machine and a needle antenna with two lumens in the shaft to circulate the cooling water (8) . The microwave irradiation frequency was 2450 MHz. The output powers could be modulated from 10 to 100 W. The 2 mm long irradiating segment was embedded in the front of the needle antenna and 11 mm away from the shaft tip. The socket at the end of the needle antenna was used to connect the plug of the cable coming from the microwave generator.
All of the RFA procedures in this study were performed with a 480 KHz radiofrequency generator (S-5L, MedSphere International) that provided a maximum power output of 50 W. Radiofrequency energy was deposited by using an internally cooled applicator with a cool-tip single-needle electrode. When the generator is operated in automatically pulsed mode according to the manufacturer's recommendations during ablation, the output is controlled by an algorithm with an impedance feedback loop that is used to maximize energy delivery by minimizing charring. The electrode shaft was a 16-gauge monopolar electrode with two lumens that enabled internal fluid circulation and active stainless steel tip exposure of 2 cm.
Ex vivo study protocol
Fresh porcine liver blocks were obtained from a slaughterhouse. The liver blocks were immersed in a thermostat water bath under incubation at 37°C and filled with normal saline. The cooling water bottle was submerged in ice to maintain the temperature of the circulating water at 0°C. The microwave antenna and radiofrequency electrode were inserted at least 7 cm into the liver to ensure that the entire ablation zone would be within the liver parenchyma.
In this study, the central temperature and border temperature (the temperature of the coagulation zone borderline) were compared between the ablation group and the subsequent cooling-circulation group. The ablation group in this study refers to ablation of the liver with the ablation function and water-cooling function turned on and the water-cooling function turned off immediately after ablation under the below-mentioned power and time. Subsequent cooling-circulation refers to keeping the needle in the liver after the ablation function turned off but retaining the water-cooling function for 10 min (moderate duration). In our preliminary experiment, the ablation volumes of porcine livers were evaluated in ex vivo study with different power and time combinations. According to the ablation volumes, 9 power and time combinations were applied for both MWA and RFA in this study (Table) . Each power and time setting were applied for 6 ablations (ablation alone for 3 and sequential cooling for 3), and a total of 108 ablations were performed (Table) . All microwave and radiofrequency devices were placed with ultrasound guidance, with the shafts 2 cm or farther away from the large hepatic
Main points
• The residual thermal energy after MWA and RFA could be dispersed by subsequent cooling-circulation.
• The cooling-circulation after MWA and RFA decreased the coagulation volume.
• The subsequent cooling-circulation of MWA and RFA could control the ablation range by adjusting residual thermal energy. vessels visible on grey-scale ultrasound in three planes. The active element of each device was fully embedded in the hepatic parenchyma, with the proximal edge at least 1 cm deep into the liver capsule. Two ablations were applied to each whole lobe of liver (MWA/RFA and subsequent cooling-circulation), which were sufficiently far from each other to prevent collateral heating. The distance between the two ablation centers was more than 5 cm. After ablation or sequential cooling-circulation, the liver blocks were dissected along the probe remaining in the lesions and shot by an infrared thermographer (testo890-1, Testo AG) at once. An infrared thermal imaging system was used to transform the infrared energy into visible heat images. The different colors of the temperature distribution graphs represented the different temperatures of the object being measured.
The long diameter (Dl, along the needle insertion axis) and short diameter (Ds, perpendicular to the longitudinal plane) of the coagulation zone were assessed macroscopically with calipers. The diameters were measured from the coagulation zone (the center of the charring zone and white coagulation zone), not from the surrounding red congestion zone of partial necrosis. According to previous studies (20, 21) , the coagulation zone was considered an ellipsoid. The volume of necrosis was calculated using the following formula:
In vivo study protocol
The study was approved by the Institutional Animal Care and Use Committee. All applicable institutional and national guidelines for the care and use of animals were followed. Male New Zealand white rabbits (age range, 12-14 weeks; weight range, 2.0-2.5 kg) were used. Anesthesia was induced through an intravenous injection of pentobarbital (30 mg/mL, 0.8-1.2 mL/kg, pentobarbital sodium; Sigma). Bilateral subcostal incisions were applied to expose the liver. Four groups of different ablations were performed to the liver of each New Zealand white rabbit: MWA (MWA with the ablation function and water-cooling function turned on and the water-cooling function turned off immediately after ablation under 20 W for 7 min), MWA cooling (subsequent cooling-circulation for 10 minutes after MWA under 20 W for 7 min), RFA (RFA with the ablation function and water-cooling function turned on and the water-cooling function turned off immediately after ablation after RFA under 20 W for 5 min) and RFA cooling (subsequent cooling-circulation for 10 minutes after RFA under 20 W for 5 min). According to our ex vivo study, 20 W 7 min of MWA and 20 W 5 min of RFA were selected because that they were closest volumes obtained in the ex vivo study, which were also suitable for 4 ablations to one whole rabbit liver. One ablation was applied to the right lobe, and the other three ablations were applied to the left lobes (2 to the larger left lobe and 1 to the other left lobe). Proper placement of the ablation needle was guided by ultrasound to avoid vessels with diameters larger than 5 mm. The distance between the two ablation centers was more than 5 cm. The needle was 1.5 cm from the surface of the liver. After all of the ablations were finished, the rabbits were sacrificed at 0 hour, 2 hours and 48 hours, and the entire livers were harvested immediately after sacrifice. A total of 24 ablations (6 ablations per group) in 6 rabbits were performed at each time point. A total of 72 ablations were performed in all.
Each ablated zone was dissected along the axis of the probe insertions. The ablated zones were sectioned along the antenna shaft. The sections were stained with α-nicotinamide adenine dinucleotide, reduced-diaphorase (α-NADH-diaphorase), and the long diameters and short diameters were assessed by the stained sections.
Pathologic examination
In the in vivo study, the ablated tissue was harvested at three time points. Samples were frozen in liquid nitrogen. Cryosections of 8 µm thick slices were placed on glass slides and incubated for 20 min at room temperature. The incubation medium consisted of 6.8 mL of α-NADH-diaphorase (Sigma-Aldrich) 1.5 mg/mL, 12.0 mL of nitroblue tetrazolium chloride (Sigma-Aldrich) 2.0 mg/mL, 4.8 mL of phosphate-buffered saline, and 3.8 mL of Ringer solution. The pH of the medium was adjusted to 7.2 before the sections were incubated. After incubation, each slide was washed in distilled water for 2 min. The results of α-NADH-diaphorase staining were evaluated by two pathologists.
Statistical analysis
Numerical data are reported as median (min-max). Differences between groups were analyzed using Kruskal-Wallis test followed by Dunn-Bonferroni post hoc method or a Mann-Whitney U test, when appropriate. All statistical analyses were performed using SPSS 20.0 (IBM Corp.) and P < 0.05 was considered to indicate statistically significant differences.
Results
In the ex vivo study, the porcine livers were removed and dissected immediately after ablation. Using TestoIRSoft, we found that the center of the coagulation zone showed the highest temperature after ablation and the lowest temperature after cooling-circulation (Fig. 1) . The highest temperature after MWA ranged from 64.6°C to 94.6°C. After subsequent cooling-circulation for 10 min, the central temperature dropped to 24.1°C-31.2°C. For RFA, the temperature of the center of the coagulation zone decreased from 57.6°C-82.9°C after ablation to 22.5°C-36.6°C after cooling-circulation.
The temperature distribution profile decreased elliptically from the center to the periphery after both MWA and RFA, and the temperature curve along the long diameter was similar to a downward parabola (Fig. 1) . The temperature of the coagulation zone borderline after WMA was 55.7°C-65.7°C. After subsequent cooling-circulation, the temperature distribution elliptically increased from the center to the periphery, and the temperature curve along the long diameter was similar to an upward parabola (Fig. 1) . After subsequent cooling-circulation, the temperature of the coagulation zone borderline after MWA was 27.9°C-36.4°C. For RFA, the temperature of the coagulation zone borderline decreased from 45.9°C-65.9°C to 28.6°C-38.7°C.
In each group, the central temperature changed the most among different areas. It decreased from the highest in the coagulation zone to the lowest after subsequent cooling-circulation (Fig. 1) . At the same time, the temperature of the coagulation zone borderline also decreased after subsequent cooling-circulation. Almost all of the central and border temperatures after subsequent cooling-circulation decreased quickly and were lower than the temperatures of the tissues and organs (37°C). There was no excess heat conducted to the surrounding tissues. It is supposed, based on these results, that subsequent cooling-circulation after MWA and RFA could dissipate almost all of the residual thermal energy.
In the in vivo part of the study, MWA (20 W, 7 min) and RFA (20 W, 5 min) were performed to the livers of New Zealand white rabbits, and four groups of different ablations were applied: MWA, MWA cooling, RFA, and RFA cooling. There was no significant difference between the long or short diameters of the coagulation zones in the MWA group and the MWA-cooling group at 0 hours and at 2 hours after ablation (long diameters: 0 h, P = 0.298, 2 h: P = 0.364; short diameters: 0 h, P = 0.523, 2 h: P = 0.697); however, the long and short diameters of the coagulation zone in the MWA group were significantly longer than those in the MWA-cooling group at 48 hours after ablation (long diameters: P = 0.002; short diameters: P = 0.016). The volumes of the coagulation zone in MWA and MWA-cooling group had no difference at 0 hours after ablation (P = 0.699, Fig. 2a) , which represented the damage induced by direct heating. At 2 hours, the volumes of the MWA and MWA-cooling groups were not significantly different (P = 0.937, Fig. 2a) . However, at 48 hours, the coagulation volume in the MWA group was larger than that in the MWA-cooling group (P = 0.002, Fig. 2a) . In MWA group, the coagulation zone at 48 hours was larger than that in 0 and 2 hours (P = 0.004, P = 0.024) (supplemental Table 1 ). However, in the MWA-cooling group, coagulation zone showed no significant change between 48 hours and 2 hours (P = 0.479) (supplemental Table 1 ).
Similar results were observed for RFA (Fig. 2b) . The coagulation zone of RFA and RFA-cooling had no difference at 0 hours (P = 0.093, Fig. 2b) . At 2 hours, the volumes of the RFA and RFA-cooling groups were not significantly different (P = 0.309, Fig. 2b) . However, at 48 hours, the coagulation volume in the RFA group was larger than that in the RFA-cooling group (P = 0.002, Fig. 2b ). In the RFA group, the coagulation zone at 48 hours was larger than that in 0 and 2 hours (P = 0.004, P = 0.026, respectively) (supplemental Table 2 ). In the RFA-cooling group, no significant change was observed between the coagulation zones at 48 hours and 2 hours (P = 0.479) (supplemental Table 2 ).
The damage zone in MWA was larger than that in MWA-cooling at 2 hours and 48 hours (P = 0.002, P = 0.002, respectively) (Fig. 2c) . The damage zone at 2 hours and 48 hours in RFA was larger than that in RFA-cooling group (Fig. 2d) . The damage zone at 48 hours in the ablation alone or ablation cooling groups was larger than The temperature distribution profile decreased elliptically from the center to the periphery after both MWA and RFA. After subsequent cooling-circulation, the temperature distribution increased elliptically from the center to the periphery. The center of the coagulation zone showed the highest temperature after ablation and the lowest temperature after cooling-circulation.
Figure 2. a-d.
Graph shows the volumes of the coagulation zone and damaged zone in the MWA, MWA-cooling, RFA, and RFA-cooling groups. At 0 hours and 2 hours after ablation (a), the volumes of the coagulation zone in the MWA group and MWA-cooling group were not significantly different. At 48 hours, the coagulation volume in the MWA group was larger than that in the MWA-cooling group. In RFA (b), similar results for coagulation zone were observed. At 0 hours after ablation (c), the volumes of the damage zone in the MWA group and MWA-cooling group were not significantly different. At 2 hours and 48 hours, the damage volume in the MWA group was larger than that in the MWA-cooling group. In RFA (d), similar results for damage zone were observed (** = P < 0 .001). that at 0 hours, and there was no significant change to the damage zone at 48 hours in the ablation alone or ablation cooling groups compared with 2 hours (supplemental Tables 3, 4) .
These results suggest that smaller coagulation zones could be obtained when the residual thermal energy is dissipated by cooling-circulation after ablation in vivo.
According to the features of α-NADH-diaphorase staining, the negative-stained zone represented the coagulation zone without any viable cells, the dark blue-stained zone represented the normal liver without any dead cells, and the light blue-stained zone represented the transition zone, indicating that the cells were damaged, and partial enzyme viability was preserved (15) . Three typical zones were observed on α-NADH-diaphorase-stained images 2 hours after MWA and RFA, including the negative-stained zone, the dark blue-stained zone, and the light blue-stained zone (transition zone) (Fig. 3) . However, only two zones (the negative-stained zone and the dark blue-stained zone) were observed 0 hours and two days after ablation, and no transition zone was observed.
In order to facilitate the expression and calculation of the volumes of ablation zone, we defined different types of ablation zones (Fig. 4) . The "damaged zone" represented the region in which all cells were damaged. It was defined as coagulation zone at 0 hours and 48 hours, but coagulation zone plus transition zone at 2 hours since the transition zone represented part of cell damage, enzyme activity, and completely transformed into coagulation zone in 48 hours (Fig. 4a) . At the same time, the "enlarged zone" represented the damage caused by residual thermal energy. It was defined as the volume of coagulation zone at 48 hours minus the volume of coagulation zone at 0 hours (Fig. 4b) .
The volumes of the transition zone and the enlarged zone in the different groups were compared (Fig. 5 ) (supplemental Tables 5, 6). The volumes of the transition zone in the ablation group were significantly larger than those in the cooling-circulation group. The enlarged areas in the ablation group were significantly larger than those in the cooling-circulation group. However, the transition zone and the enlarged area in the same group were not significantly different (all P > 0.05). All of these results suggested that secondary indirect damage induced by 48 hours (a) , the "damaged zone" was defined as the "coagulation zone". At 2 hours, the "damaged zone" was defined as the "coagulation zone" plus "transition zone", because the transition zone represents part of cell damage, enzyme activity, and completely transformed into "coagulation zone" in 48 hours. The "enlarged zone" (b) was defined as the volume of "coagulation zone" at 48 hours minus the volume of "coagulation zone" at 0 hours. b a Figure 3 . α-NADH-diaphorase-stained image (MWA cooling: 20 W, 7 min) in a representative ablated liver sample shows the typical three zones of tissue change after MWA cooling (20 W, 7 min) at 0 hours, at 2 hours and at 48 hours. The coagulation zone was stained negative, the normal liver was stained dark blue, and the transition zone was stained light blue. Only two zones (the coagulation zone and normal liver zone) were observed at 0 hours and 48 hours after ablation. The transition zone could only be seen at 2 hours (original magnification, ×10; N, the normal liver; C, the coagulation zone; T, the transition zone). residual thermal energy contributed to the formation of the transition zone beyond the direct coagulation zone by MWA and RFA, and secondary indirect damage could be avoided by subsequent cooling circulation after ablation.
Discussion
Previous studies (14, 22) have suggested that direct heat plays an indispensable role in MWA and RFA. In addition, conductive heating of residual thermal energy might also play a role in the process of ablation. However, the type of role that residual thermal energy plays in MWA and RFA is not clear. Our results suggested that the residual thermal energy after MWA and RFA was high. Subsequent cooling circulation after MWA and RFA was able to dissipate all the residual thermal energy from the ablation area. Therefore, residual thermal energy could be avoided by subsequent cooling-circulation after ablation in MWA and RFA.
In our in vivo study, a transition zone was seen adjacent to the coagulation zone at 2 hours, and it turned into a negative-stained zone at 2 days. The underlying mechanism of this α-NADH-diaphorase-staining conversion is not clear. A previous study (15) has suggested that the prolonged NADH staining conversion results from slower loss of enzymatic function secondary to microvascular and arteriolar occlusion. However, in the ablation cooling-circulation group, the transition zone was so small that no significant differences among the volumes of the damaged zones at the three different time points were observed. As a result, smaller coagulation zones were obtained when the residual thermal energy was dissipated by cooling-circulation after ablation at 48 hours, suggesting that the residual thermal energy induced secondary indirect damage around the direct heating coagulation zone. Importantly, the temporary transition zone with α-NADH-diaphorase staining 2 hours after ablation was mainly induced by residual thermal energy.
Previous studies (6, 14, 23) have shown that microwave power can be continually applied to produce extremely high temperatures. At the same time, microwave energy has also been shown to ablate tissue up to and around large vessels and seem to create larger zones of ablation in the same high-perfusion areas, whereas radiofrequency energy is limited. In ex vivo experiments, the central temperatures after MWA were higher than RFA. After our estimation, the residual thermal energy after MWA was higher than that after RFA. In the in vivo study, the enlarged zone in MWA was larger than that in RFA. Thus, the more residual thermal energy remained, the greater the extent of expansion theoretically was. However, further studies will be needed to confirm the inference.
Target tumors can be conceptually divided into three zones: 1) a central area, predominantly treated by thermal ablation, which undergoes heat-induced coagulation necrosis; 2) a peripheral rim, which undergoes reversible changes from sublethal hyperthermia; and 3) the surrounding tumor or normal tissue, which is unaffected by focal ablation (23) . For the complete ablation of malignant tumors, the whole tumor should be ablated and a safety margin is required. When the tumor is ablated and a safety margin is obtained based on the immediate assessment after ablation, the ablation should be stopped, but the cooling-circulation system should be kept on to avoid too much damage of normal tissue. When only the ablation of the whole tumor is obtained, both ablation and cooling-circulation system may be stopped since the residual thermal energy can cause further ablation, providing a safety margin. Differently from malignant tumors, only precise ablation of the tumor is required for ideal ablation of benign tumors (24) . When the benign tumor is ablated based on the immediate assessment after ablation, the ablation should be stopped and cooling-circulation system should be applied for a while to avoid further damage to normal tissue. In all, two patterns of ablation can be applied: 1) direct heating only; 2) direct heating and conductive heating of residual thermal energy. The right ablation pattern will be chosen based on the ablation zone of the immediate assessment and the tumor type in clinic practice.
Several limitations of this study should be considered. First, although the temperature distribution was obtained immediately after the ablated liver blocks were dissected, part of the thermal energy was still released before the temperature distribution was obtained. Second, the coagulation size in the ablation only group might have been influenced by blood flow in vivo; however, the coagulation size in the ablation only group was still significantly larger than that in the cooling-circulation group. Third, normal porcine liver tissue was used during the ablations in our study, rather than tumor tissue. Moreover, thermal energy may affect organs differently, and our results may be organ specific.
In conclusion, the high residual thermal energy in MWA and RFA induced secondary damage beyond the direct coagulation zone, and this energy could be dissipated by subsequent cooling-circulation, contributing to both smaller ablation zone and transition zone. However, the phenomenon was illustrated only in animal experiments in the present study, so further clinical trials are warranted to determine the role of residual thermal energy in MWA and RFA in the treatment of solid tumors.
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